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Workflow of SP2000_V2_DSP protocol 

 

0.8 ml post-gradient SurePath Preservative Fluid specimen 

 

Add 2.0 ml SurePath media to obtain 2.8 ml post-gradient SurePath specimen 

 

Add 5.2 ml DI water to obtain 8.0 ml processable post-gradient SurePath specimen 

 

Load 2.5 ml processable post-gradient SurePath sample on the QIAsymphony SP 

(5.5 ml processable post-gradient SurePath sample left over for further testing) 

 



─

Document Revision History 

R2 12/2017 Update for QIAsymphony Software version 5.0 

 

 



─


