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4. Align the additional Analytical Module with the existing Analytical Module. Tighten the 

screws using the Analytical-Operational Module Assembly Tool delivered with the 

QIAstat-Dx Analyzer 1.0 (Figure 13). 

 

Figure 13. Aligning and attaching the additional Analytical Module. 

 

5. Reattach the protective covers on the side of the additional Analytical Module 

(Figure 14). 

 

Figure 14. Reattaching protective covers on the additional Analytical Module. 
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6. Connect the Analytical/Analytical Module Bridge at the back of the QIAstat-Dx Analyzer 

1.0 to link the two Analytical Modules together (Figure 15). 

 

 

Figure 15. Connecting the Analytical/Analytical Module Bridge.  
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7. Connect the Termination Bridge at the back of the Analytical Module (Figure 16). 

 

Figure 16. Connecting the Termination Bridge. 

 

8. Connect the power cord that was delivered with the QIAstat-Dx Analyzer 1.0 to the back 

of the original Analytical Module (Figure 17). 

 

Figure 17. Connecting the power cord.  
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9. Connect the power cord to a power outlet. 

10. Power ON the instrument by pressing the power switch on the back of the Analytical 

Module to the “I” position (Figure 18). Confirm that the status indicators of the Analytical 

and Operational Modules are blue. 

Note: If a status indicator is red, there is a malfunction in the Analytical Module. Contact 

QIAGEN Technical Services. 

Note: The instrument must not be positioned so that it is difficult to operate the power 

switch. 

 

Figure 18. Locating the power switch and setting it to the “I“ position. 

 

11. The QIAstat-Dx Analyzer 1.0 is now ready to be configured for its intended use. Refer to 

Section 6.7 in the QIAstat-Dx Analyzer 1.0 User Manual to configure the system 

parameters, set the system time and date, and configure the network connection.  
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For up-to-date licensing information and product-specific disclaimers, see the respective 

QIAGEN kit handbook or user manual. QIAGEN kit handbooks and user manuals are 

available at www.qiagen.com or can be requested from QIAGEN Technical Services or your 

local distributor. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Limited License Agreement for QIAstat-Dx Analyzer 1.0 

Use of this product signifies the agreement of any purchaser or user of the product to the following terms: 

1.  The product may be used solely in accordance with the protocols provided with the product and this handbook and for use with components contained in the kit 
only. QIAGEN grants no license under any of its intellectual property to use or incorporate the enclosed components of this kit with any components not included 
within this kit except as described in the protocols provided with the product, this handbook, and additional protocols available at www.qiagen.com. Some of 
these additional protocols have been provided by QIAGEN users for QIAGEN users. These protocols have not been thoroughly tested or optimized by 
QIAGEN. QIAGEN neither guarantees them nor warrants that they do not infringe the rights of third-parties. 

2.  Other than expressly stated licenses, QIAGEN makes no warranty that this kit and/or its use(s) do not infringe the rights of third-parties. 

3.  This kit and its components are licensed for one-time use and may not be reused, refurbished, or resold. 

4.  QIAGEN specifically disclaims any other licenses, expressed or implied other than those expressly stated. 

5.  The purchaser and user of the kit agree not to take or permit anyone else to take any steps that could lead to or facilitate any acts prohibited above. QIAGEN 
may enforce the prohibitions of this Limited License Agreement in any Court, and shall recover all its investigative and Court costs, including attorney fees, in any 
action to enforce this Limited License Agreement or any of its intellectual property rights relating to the kit and/or its components. 

For updated license terms, see www.qiagen.com. 

 

Trademarks: QIAGEN®, Sample to Insight®, QIAstat-Dx® (QIAGEN Group). 
Registered names, trademarks, etc. used in this document, even when not specifically marked as such, are not to be considered unprotected by law.  

HB-2637-001 

© 2019 QIAGEN, all rights reserved. 
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