— Sample to Insight

Application Note

Positive-pressure-based plasmid preparation using

QIAprep"™ chemistries

Semi-automated plasmid DNA extraction from E. coli, using the QIAprep 96 Turbo
Miniprep Kit and the QlAprep 96 Plus Kit on the Resolvex™ A200 from Tecanf

Alexander Ph. Vial?, Shareef J. Antar? and Christian Scherling?

1 QIAGEN GmbH, Hilden, Germany; 2 Tecan Group Ltd., M nnedorf, Switzerland.

Introduction

Extraction of plasmid DNA is a standard procedure in
molecular biology laboratories, and plasmids are still a go-to
resource for cloning and modifying genes of interest.

QIAprep chemistries offer fast and cost-effective plasmid DNA
preparation based on cell lysis and clarification, following
a simple bind wash elute procedure. The resulting DNA is
ready for immediate use in subsequent applications. While
this plasmid purification can be performed manually, high-
throughput screening or production labs e.g., in the pharma
sector require purification of several hundred samples per
day and can benefit from workflow automation.

In this application note, we describe a semi-automated
protocol for the extraction of plasmid DNA (E. coli cells)
using the QlAprep 96 Turbo Miniprep Kit (cat. no. 27191
or 27193) and the QIlAprep 96 Plus Miniprep Kit (cat. no.
27291) on a Resolvex A200 positive-pressure workstation.
The workflow provides highly efficient extraction of plasmid
DNA for life science applications, using low-pressure profiles
for filtration, washing and elution steps, plus fast buffer

exchange.

Materials and Methods

Resolvex A200 instrument configuration

A Resolvex A200 positive-pressure workstation (Figure 1)
was used to process different QIAprep 96-well plates, using
spacers designed specifically for this application (available
from Tecan on request). The six buffers required for QlAprep
protocols were prepared and transferred to the reagent
bottles attached to the Resolvex A200, and all lines were
primed using standard flushing volumes (2 x 4 ml). An optimal
working pressure of 5.5 bar (80 PSI) dry air or nitrogen

was chosen.

Figure 1. Resolvex A200 positive-pressure workstation.
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Sample growth

E. coli cells containing a pCMVbeta plasmid were grown
overnight in Luria-Bertani (LB) medium. One-and-a-half
milliliter aliquots were transferred to QIAGEN flat-bottom
blocks and centrifuged for 10 minutes at 5000 x g. The
supernatants were discarded, and the pellets were frozen

and stored in flat-bottom blocks at 80 C until purification.

Sample resuspension, transfer and extraction into
96-well plates

QIAprep 96 Turbo and QIlAprep 96 Plus Miniprep protocols
were used for the purification of plasmid DNA, comparing the
results of semi-automated processing on the Resolvex A200
workstation with the BioRobot Universal System (reference
method). Adaptation to the Resolvex A200 included
adjustment of buffer volumes and optimization of solvent-
dispensing speeds and pressure gradients. Introduction of a
double-elution step improved DNA vyields.

A. QlAprep 96 Turbo Miniprep protocol

Bacteria were resuspended and lysed under alkaline
conditions using Buffers P1 and P2, respectively, then shaken
with Buffer N3 to neutralize the samples. All buffer dispensing
steps were performed according to kit protocol using the
Resolvex A200 (Figure 2).

Figure 2. Buffer dispensing to resuspend, lyse and neutralize cells using
Resolvex A200 (shaking performed offline).

Samples were then manually transferred to a TurboFilter® 96
Plate (cat. no. 120025) and placed on top of a QIAprep 96
Plate (located on top of a deep-well plate to collect the flow-
through, Figure 3).

Figure 3. TurboFilter 96 Plate placed on top of a QIAprep 96 Plate and
deep-well plate with adapters.

The plate combination was positioned on the Resolvex A200
instrument using the required adapters, and the samples
were pushed through the TurboFilter 96 Plate via a pressure
gradient, loading them directly onto the QIAprep 96 Plate.
After removing the TurboFilter 96 Plate and the deep-well
plate, only the QIAprep 96 Plate stayed in the Resolvex A200
(Figure 4), and interferences were removed using several
washing steps. In the final step, Buffer EB was dispensed
twice to elute plasmid DNA into a collection plate via a

pressure gradient.

Figure 4. QlAprep 96 Plate placed for DNA binding and washing steps,
using adapters to fit under the pressure head.
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Table 1. Schematic overview of the QIAprep 96 Turbo protocol using the Resolvex A200

Step Processing method Procedure
1 Automated Dispense buffers P1, P2 and N3 (Figure 2)
2 Manual Shake sample plate
3 Manual Transfer samples to TurboFilter 96 Plate
4 Manual Place TurboFilter 96 Plate on top of a QlAprep 96 Plate + deep-well plate with adapters (Figure 3)
5 Automated Push samples through the TurboFilter 96 Plate using pressure gradient
6 Manual Remove TurboFilter 96 Plate and deep-well plate (QIAprep 96 Plate stays in Resolvex A200, Figure 4)
7 Automated Dispense Buffer BB and wash buffer, and process using pressure gradients
8 Automated Dry plate under constant pressure
9 Manual Put the collection plate under the binding plate
10 Automated Dispense Buffer EB and collect eluates in elution plate using pressure gradient

B. QlAprep 96 Plus Miniprep protocol

Bacteria were resuspended and lysed under alkaline
conditions using Buffers P1 and P2, then shaken with Buffer
S3 to neutralize the samples. All buffer dispensing steps were
performed using the Resolvex A200 according to kit protocol.
Samples were then manually transferred to a TurboFilter 96
Plate, which was placed on top of an S-Block (Figure 5), and
both plates were loaded onto the Resolvex A200 (Figure 6).

Lysates were clarified using positive pressure, then the
TurboFilter 96 Plate was removed, IeaVing the collection Figure 6. Both plates were then placed onto the Resolvex A200 to clarify
plate in place for dispensing of Buffer BB. This was followed the lysates using positive pressure. 1: TurboFilter 96 Plate. 2: S-Block.

by offline shaking and manual transfer of the samples to the
Plasmid Plus 96 Plate, which was positioned over a drip

tray (Figure 7).

Figure 7. Filtered lysates were collected in a 2 ml plate, then filtered cells

were transferred to a Plasmid Plus 96 Plate on top of a drip tray using an
adapter. 1: Filtered lysate with Buffer BB added. 2: Plasmid Plus 96 Plate.
3: Drip tray.

Figure 5. Lysis and neutralization were performed in 2 ml plates, then lysed
cells were transferred to a TurboFilter 96 Plate located on top of a collection
plate with an adapter. 1: Buffer S3 added to lysed cells (Buffer P1 and P2
added earlier). 2: TurboFilter 96 Plate. 3: S-Block.
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Both plates were placed on the Resolvex A200 to load The drip tray was removed, and the Plasmid Plus 96 Plate

samples onto the sorbent via positive-pressure gradient was washed twice by automated buffer dispensing (Buffer
(Figure 8).

Figure 8. Both plates were then placed onto the Resolvex A200 to load
samples onto the sorbent via positive pressure. 1: Plasmid Plus 96 Plate.

PE). Finally, Buffer EB was dispensed twice, and the plasmid
DNA was eluted into the collection plate via a slow pressure
gradient (Figure 9).

2: Drip tray for discarding flow-through.

Figure 9. Plasmid Plus 96 Plate and elution plates were placed on the
Resolvex A200 for dispensing of Buffer EB. A slow pressure gradient was
applied to elute the samples. To maximize recovery, the elution step was
performed twice. 1: Plasmid Plus 96 Plate. 2: Elution plate.

Table 2. Schematic overview of the QIAprep 96 Plus Miniprep protocol using the Resolvex A200

Step

Processing method

Procedure
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Automated
Manual
Manual
Manual
Automated
Automated
Manual
Manual
Automated
Manual
Automated
Automated
Automated

Automated

Dispense Buffers P1, P2 and S3

Shake sample plate

Transfer samples to TurboFilter 96 Plate

Place TurboFilter 96 Plate on top of the S-Block (Figure 5) and load onto the Resolvex A200 (Figure 6)
Push samples through plate using pressure gradient

Dispense Buffer BB

Shake the S-Block

Transfer samples to the Plasmid Plus 96 Plate (Figure 7)

Load samples onto the sorbent using a positive pressure gradient (Figure 8)
Remove drip tray and place the Plasmid Plus 96 Plate on the Resolvex A200
Dispense Buffer PE, and process using pressure gradient

Dry the plate under constant pressure

Put the collection plate under the binding plate

Dispense Buffer EB and collect eluates in elution plate using pressure gradient (Figure 9)
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Ordering Information

Product Contents Cat. no.

QIlAprep 96 Plus Miniprep Kit (4) For 4 x 96 plasmid minipreps: TurboFilter 96 Plates, Plasmid Plus 27291
96 Plates, buffers, reagents, S-blocks, and elution microtubes;
requires use of QIlAvac 96 and Elution Microtube Adapter (avai-
lable from QIAGEN Technical Service), or a centrifugation system
suitable for 96-well blocks

QIlAprep 96 Turbo Miniprep Kit (4)  For 4 x 96 high-purity plasmid minipreps, 4 each: TurboFilter 96 27191
and QIAprep 96 Plates; S-Blocks, reagents, buffers, collection
microtubes (1.2 ml), caps

QIlAprep 96 Turbo Miniprep Kit (24) For 24 x 96 high-purity plasmid minipreps, 24 each: TurboFilter 27193
96 and QIlAprep 96 Plates; S-Blocks, reagents, buffers, collection
microtubes (1.2 ml), caps

Related products

TurboFilter 96 Plates (96) TurboFilter 96 Plates (96) 120025

For up-to-date licensing information and product-specific disclaimers, see the respective QIAGEN kit handbook or user
manual. QIAGEN kit handbooks and user manuals are available at www.giagen.com or can be requested from QIAGEN
Technical Services or your local distributor.

We make every effort to include accurate and up-to-date information within this publication; however, it is possible that
omissions or errors might have occurred. QIAGEN cannot, therefore, make any representations or warranties, expressed
or implied, as to the accuracy or completeness of the information provided in this publication. Changes in this publication
can be made at any time without notice. For technical details and detailed procedures of the specifications provided in
this document, please contact QIAGEN Technical Services or your local distributor. This brochure may contain reference to
applications and products which are not available in all markets. Please check with your local sales representative.

For Molecular Biology Application Only. Not for use in diagnostic procedures.
Not all products may be available in all countries. Please consult your local QIAGEN or Tecan sales representative.

QIAprep Kits and the TurboFilter 96 Plates are sold by QIAGEN. The Resolvex A200 is sold by Tecan Trading AG.

Trademarks: QIAGEN®, Sample to Insight", QIAprep®, BioRobot", TurboFilter (QIAGEN Group); Resolvex®, Tecan" (Tecan Group). Registered names, trademarks, etc. used in this document, even when not specifically
marked as such, may still be protected by law.

" 2020 QIAGEN, all rights reserved. PROM-16796-001
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