
 

 

Sample to Insight__ 

Important Note January 2016 

Dear QIAcube® HT user, 

We would like to inform you about new information pertaining to QIAcube HT instruments. 

The current QIAcube HT User Manual, July 2013, does not yet contain this new information. 

Update to “Symbols on the QIAcube HT”, Chapter 1.8 and the French and German 

translations in Appendix C and D. The updated information is as follows: 

New symbols and descriptions: 

 

Type plate on the back of 
the instrument 

RCM mark for Australia and New Zealand 
(supplier identification N17965) 

 

Plaque signalétique à 
l’arrière de l’appareil 

Label RCM pour l’Australie et la Nouvelle-Zélande (identifiant 
du fournisseur N17965) 

 

Typenschild auf Rückseite 
des Instruments 

RCM-Mark-Zeichen für Australien und Neuseeland 
(Herstellerkennung: N17965) 

 

Old symbols and descriptions: 

 

Type plate on the back of 
the instrument 

C-Tick mark for Australia (supplier identification N17965) 

 

Plaque signalétique à 
l’arrière de l’appareil 

Label C-Tick pour l’Australie (identifiant du fournisseur N17965) 

 

Typenschild auf Rückseite 
des Instruments 

C-Tick-Mark-Zeichen für Australien (Herstellerkennung: 
N17965) 

 
  



 

 

Update to “Declaration of Conformity”, Appendix A. The updated information is as follows: 

Declaration of conformity 
Name and address of the legal manufacturer 

QIAGEN GmbH 
QIAGEN Strasse 1 

40724 Hilden 

Germany 
 
An up-to-date Declaration of Conformity can be requested from QIAGEN 
Technical Services. 

If you have any questions, please contact the QIAGEN Technical Services Department. 

Best regards, 

Your QIAcube HT team 
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